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ABSTRAK 

Pemeriksaan urin salah satunya yaitu pemeriksaan mikroskopis sedimen urin. Unsur 

sedimen urin dapat memberikan gambaran berat ringannya penyakit seseorang, salah 

satunya yaitu gagal ginjal. Sampel urin yang mengalami penundaan lebih dari 2 jam akan 

terjadi perubahan susunan dengan adanya kuman dan terjadi perubahan serta kerusakan 

susunan silinder. Urin harus lansung diperiksa dalam keadaan segar untuk mendapatkan 

hasil pemeriksaan yang akurat. Tujuan penelitian ini untuk mengetahui perbedaan jumlah 

silinder urin yang diperiksa segera dan ditunda 2 jam, 4 jam, 6 jam pada suhu ruang. Jenis 

penelitian adalah analitik atau pra eksperimental. Populasi penelitian adalah pasien rawat 

inap yang menderita  gagal ginjal melakukan pemeriksaan urin rutinteknik sampling 

purposive sampling.  dengan jumlah sampel 6 pasien dengan 24 unit percobaan. Hasil 

penelitian menunjukkan bahwa  Jumlah silinder  urin yang diperiksa segera pada suhu 

ruang memiliki rata-rata 20,50 sel/10 LPK, dengan nilai minimal 10 dan maksimal 38, 

Jumlah silinder urin pada sampel rerata jumlah silinder segera diperiksa dan 2 jam setelah 

penundaan mengalami penurunan sebanyak 12,84%, mengalami penurunan pada 4 jam 

setelah penundaan sebanyak 15,96% dan pada penundaan pada 6 jam penundaan sebanyak 

20,51%. Ada perbedaan yang signifikan pemeriksaan silinder urin yang dilakukan segera, 

2 jam, 4 jam dan 6 jam dengan nilai p<0,05 dimana pada penundaan 2 jam (0,031<0,05), 

penundaan 4 jam (0,019<0,05) dan pada penundaan 6 jam (0,015<0,05). Penelitian dapat 

disimpulkan bahwa ada perbedaan jumlah silinder urin yang diperiksa segera dan ditunda 

2 jam, 4 jam, 6 jam pada suhu ruang 
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ABSTRACT 

 
Urine examination one of them is microscopic examination of urine sediment. The element 

of urine sediment can give an illustration of the severity of a person's illness, one of which 

is kidney failure. Samples of urine that are delayed more than 2 hours will change the order 

in the presence of germs and changes and damage to the arrangement of the cylinder. 

Urine should be checked in fresh condition to get accurate inspection results. The purpose 

of this study was to determine the difference in the number of urine cylinders examined 

immediately and delayed 2 hours, 4 hours, 6 hours at room temperature. The type of 

research is analytic or pre experimental. The study population was inpatients who suffered 

from renal failure performing routine urine examination of purposive sampling sampling 

technique. with a sample size of 6 patients with 24 experimental units. The results showed 

that the number of urine cylinders examined immediately at room temperature had an 

average of 20.50 cells / 10 LPK, with a minimum value of 10 and a maximum of 38. The 

number of urine cylinders in the mean sample of cylinders count was promptly checked and 

2 h after delay decreased as much as 12.84%, decreased at 4 hours after delay of 15.96% 

and on delay at 6 hours delay of 20.51%. There was a significant difference in urine 

cylinder examination performed promptly, 2 h, 4 h and 6 h with p value <0.05 where at 2 

h delay (0.031 <0.05), delay of 4 h (0.019 <0.05) and at a 6 hour delay (0.015 <0.05). 

Research can be concluded that there are differences in the number of urine cylinders 

examined immediately and delayed 2 hours, 4 hours, 6 hours at room temperature 
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